[Automatic control of an artificial heart with an autonomous energy source].
Specific features and particularities in the design of the artificial heart control systems are considered, operated by various engines with a radioisotope energy source. The operation results showed the need in a complex approach to the problem solution. It should be based on optimized constructions, methods and principles of functioning for all ingradients of the artificial heart from the viewpoint of automatic control.